




 
 

 
 

 

 
 

 
 

 
 

 
 

 
 

 
 

   

 



 

 

 
 



Number of plates tested: 2 Aviscera-Bi- 
oscience 
(n=38)

Biosensis 
(n=39)

Millipore Che- 
miKineTM (n = 39)

Millipore 

Milliplex® 
(n=38)

Promega 

Emax®
(n=38)

R&D System 

Quan� kine® 
(n=40)

Range ng/ml: min-max 14.1–32.4 13.6–41.4 14.5–58.5 8.7–32.4 12.1–27.5 15.4–46.2

Median ng/ml (25%–75%) 20.7 
(18.5–24.4)

25.4 
(21.5–32.0)

23.0 
(18.6–25.9)

18.2 
(14.2–22.2)

19.0 
(16.9–21.7)

25.5 
(21.0–30.5)

Declared intra-assay CV 4–6% 2–6% 4% < 10% 2–9% 4–6%

Tested intra-assay CV 2%–3% 1%–1% 2%–3% 13%–14% 3%–7% 5%–6%

Declared inter-assay CV 8–10% 5–8% 9% <10% <9% 8–11%

Tested inter-assay CV 12% 5% 13% 18% 16% 20%

Tested processing � me 7 hours 4 hours 22 hours 20 hours 24 hours 5 hours

 

  
  
  

  
  
  

  
  
  

  
  
  

  
  

  
  

 

  
  

  
  

   
 

 




